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ABSTRAa 

The endoscopic injection of vesicoureteric orifices with 
synthetic or natural materials is a widely recognized 
method of treating vesicoureteral reflux (VUR). The aim 
of this study is to present two cases of clinically signifi- 
cant complications following the use of dextranomer/ 
hyaluronic acid copolymer, which led to the progression 
of the reflux degree, permanent infection of the urinary 
tract, and the necessity to perform surgical treatment. 



INTRODUCTION 

The endoscopic injection of the vesicoureteric orifices with 
synthetic or natural materials is a widely recognized method used 
in the treatment of vesicoureteral reflux (VUR). From among the 
synthetic materials available, the most frequently used one is 
Deflux®, a dextranomer/hyaluronic acid copolymer. As regards to 
complications following this method of therapy as described in 
the literature, only clinically insignificant transient infections of 
the urinary system and transient impotency of the upper urinary 
tract have been reported so far. In our study we describe far more 
serious complications following the use of Deflux® which may even 
lead to the progression of the reflux degree, permanent infection 
of the urinary tract, and/or the necessity for surgical intervention. 

MATERIALS AND METHODS 



2-milimeters in diameter was visible (Fig. 1). It was formed by drop- 
lets of iatrogenic origin and surrounded by polynucleic histiocytes. 

After surgery, the infections of the urinary tract remitted. A 
miction cystography performed six months later did not show any 
features of reflux. During the subsequent two-year observation 
period, the child did not require any pharmacological treatment. 

Case 2 

An 8-year-old girl with recurrent urinary tract infections that 
persisted three years after endoscopic treatment of 2"^ degree bilat- 
eral VUR with Deflux® was subjected to a miction cystography which 
revealed the presence of 2"^ degree VUR on the right side and 3^^ 
degree VUR on the left side. The patient was subsequently qualified 
for surgical treatment. A bilateral reimplantation of the ureters by 
Foure method was performed. Intraoperative findings included: hard 
inflammatory infiltrates around the paraureteral segments of both 
ureters, a palpable lump on the wall of the left ureter, and granulo- 
mas of the urinary bladder wall at the vesical ostia. The questionable 
lesions were removed and sent for histopathological investigation. 

On microscopic examination, a chronic inflammatory lympho- 
cytic infiltrate was found around both fragments of the resected 
ureters with a cluster of a substance of iatrogenic origin surrounded 
by polynucleic histiocytes located outside the muscular coat. The 
granulomas that were removed from the urinary bladder wall con- 
tained the muscular coat of the bladder with pseudocysts filled with a 
substance of iatrogenic origin, as well as amorphic calcifications, cal- 
cified eosinophilic necrotic masses, and clusters of histiocytes (Fig. 2). 
The lump from the wall of the left ureter was a similar pseudocyst 
with a band of polynucleic histiocytes visible on its internal layer and 
externally surrounded by a band of the fibrous connective tissue. 

The postoperative course was uncomplicated. The infections of 
the urinary tract remitted. Miction cystography performed six months 
after the surgery did not show the presence of VUR. The scintigraphic 
picture of both kidneys one year after the operation was normal. 



Case 1 

In 2005, a 3-year-old girl with recurrent infections of the 
urinary tract was diagnosed with a left-sided third-degree VUR. 
The child was qualified for endoscopic treatment and Deflux® injec- 
tion into the vesical ostium of the left ureter was performed two 
months later. Following the procedure, the infection of the urinary 
tract still persisted. Three years later, the miction cystography 
performed in our health center revealed the presence of a left- 
sided fifth-degree VUR. As a result, the patient qualified for the 
re-implantation of the ureter. 

After the opening of the bladder, a hard inflammatory infiltrate 
in the area of the vesical ostium was found, which made the intra- 
vesical dissection impossible. The left ureter was transplanted using 
the Politano-Leadbetter method, having previously resected its 
intraparietal and paraureteral segments affected by the hard infil- 
trate. The excised 2-centimeter ureteral segment was then sent for 
histopathological examination, which revealed a significantly exfo- 
liated transitional epithelium with a visible chronic inflammatory 
lymphocyte infiltrate beneath. Outside the muscular coat, a focus 



DISCUSSION 

The endoscopic treatment of VUR with Teflon was introduced 
into clinical practice in 1981 by Matouschek [1]. In subsequent 
years, this method was popularized by O'Donnell and Puri [2]. Since 
that time numerous articles on the effectiveness and safety of vari- 
ous materials used for the purpose of injecting the vesical ostia of 
the ureters have been published. 

The most extensive study on Teflon was published in 1998. 
Based on the analysis of 12,251 injections of refluxing ureters from 
41 various centers, a 95.5% effectiveness of the Teflon method was 
demonstrated and no side-effects reported [3]. Also, researchers 
from Lyon, based on the results of 650 injections performed from 
1986 to 1993, did not observe any early or late complications, 
including those related to remote Teflon migration [4]. 

Very good results with the use of silicone (Macroplastique) 
were presented by Oswald et al., who did not observe any local 
or remote complications [5]. Also, bovine collagen (Zynplast) and 
autologic chondrocytes were used with success. 



CENTRAL EUROPEAN JOURNAL OF UROLOGY 2012/65/4 



230 



COMPLICATIONS FOLLOWING ENDOSCOPIC TREATMENT OF VESICOURETERIC REFLUX WITH DEFLUX® - TWO CASE STUDIES 




Fig. 1 . Transverse section of the ureter in the external muscular layer. Droplets 
of the iatrogenic substance (Deflux®) surrounded by polynucleic histiocytes. 
Staining with hematoxylin-eosin. mag. 200x. 



The most recent discovery with regard to synthetic materials 
used in the endoscopic treatment of VUR, i.e. Deflux®, has also 
received enthusiastic opinions. A detailed analysis of the remote 
results of the endoscopic treatment of VUR showed, however, that 
there is no ideal synthetic material to be used for that purpose. 

As early as in 1991, Bonnet et al. described the appearance 
of two granulomas as a side-effect reaction against the foreign 
matter of Teflon that was previously injected [6]. In1996, Italian 
pediatricians from a neuropsychiatric ward described the case of 
a 6-year-old girl who had sustained on ischemic brain stroke as 
a result of Teflon migration, and they also reported the resulting 
damage to the microcirculation [7]. One year later, urologists from 
Padova confirmed their observations of both the formation of 
huge granulomas around the clusters of Teflon, as an inflammatory 
reaction against the foreign matter, and the tendency of Teflon to 
migrate to distant areas [8]. Far less serious complications, such 
as urinary tract infection, hemorrhagic cystitis, obstruction of the 
injected ureter leading to hydronephrosis, epididymitis and edema 
of the urinary bladder, have been reported in the comparative stud- 
ies on the effectiveness and safety of the use of different materials. 
Additionally, it turned out that the use of autologic chondrocytes 
was not absolutely safe, as the remaining calcifications were 
almost identical with the deposits at the vesicular ostium of the 
ureter, causing a colicky pain and erythrocyturia or hematuria [9]. 

In the light of the facts presented here, Deflux® has appeared 
to be the safest material so far. The only drawbacks reported fol- 
lowing the use of this material for the treatment of VUR were the 
occurrence of transient infections of the urinary tract and transient 
obstructions of the ureter [10]. Nevertheless, the cases described 
above demonstrate that the use of Deflux® also involves the risk of 
appearance of serious and persistent complications, which not only 
resulted in the failure to correct VUR, but they also caused its high 
clinical advancement and the necessity to re-implant the ureters. In 
those cases, the use of Deflux® considerably delayed the performance 
of effective anti-reflux surgery; moreover, it made it far more risky 
and technically difficult because of the resulting dysfunction of the 
anatomical relations at the vesicoureteric junction. 

CONCLUSIONS 

1. The use of Deflux®, as in the case of other synthetic materi- 
als, involves the risk of serious complications. 

2. In the two cases described above, even after the use of 
Deflux®, the reflux persisted and advanced clinically and was 




Fig. 2. Ureter. Small calcification area in the transitional epithelium. Lympho- 
cytic and plasmocytic infiltration of the subepithelial area. 

accompanied by persistent UTI, which was resistant to pharmo- 
cotherapy. 

3. The histopathological examination of the abnormal masses 
removed from the area of the VUJ confirmed the presence of a 
long-lasting inflammation, the formation of granulomas, and 
pseudocysts around the Deflux® injection site. 
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